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Continuously  tunable  cw  emission  near  4.5  pm  was  generated  by  difference  frequency  generation  (DFG)  witlun 
a  NdtYAG  pumped  optical  parametric  oscillator  (OPO).  The  periodically  poled  lithium  niobate  crystal  used  for 
DFG  contained  eight  grating  bands  that  enabled  wavelength  tuning  between  4.25  and  4,65  pm.  As  much  as 
90  mW  of  power  at  4.48  pm  was  achieved  for  16.7  W  of  pump.  ©  2003  Optical  Society  of  America 
OCIS  codes:  140,3070,  140.3600,  140.3580,  190.2620,  190.4970,  190.4360. 


1.  INTRODUCTION 

Tunable,  high-power,  cw  sources  in  the  midwave  infrared 
(MWIR)  4-5-Atm  region  are  desirable  for  many  applica¬ 
tions,  such  as  spectroscopy  and  atmospheric  and  environ¬ 
mental  sensing.  Optical  parametric  oscillators  (OPOs) 
that  use  periodically  poled  lithium  niobate  (PPLN)  have 
exhibited  both  high  conversion  efficiency  and  a  wide  tim¬ 
ing  range  for  cw  operation  in  the  infrared  region  up  to  4 
pm}’^  Beyond  4  pm^  however,  the  OPO  process  in  PPLN 
becomes  inefficient  because  of  the  absorption  of  the 
mid-IR  output.^’"^  In  previous  research,  very  low  power 
(<1  mW)  was  reported  slightly  beyond  4  pm  for  a  cw 
OPO®  and  difference  frequency  generation  (DFG)®  in 
PPLN.  For  pulsed  OPOs,  however,  output  wavelengths 
as  great  as  6.8  pm  have  been  achieved  with  PPLN  by  use 
of  ultrashort  pump  pulses  (high  peak  power)  and  a  very 
short  (1-mm)  crystal  to  minimize  absorption.*^  Recently, 
Chen  and  Masters  generated  150  mW  of  cw  power  at  4.3 
pm  by  using  a  resonant  cavity  and  a  single  PPLN  crystal 
for  both  an  OPO  and  DFG,®  This  simple  configuration 
solved  the  high  threshold  problem  but  prevented  tunabil- 
ity  because  of  the  unique  phase-matching  conditions  that 
had  to  be  met  for  the  OPO  and  the  DFG  processes  to  occur 
within  the  same  PPLN  crystal  at  a  single  temperature. 
To  achieve  tunable  output,  two  separate  PPLN  crystals 
were  used  within  the  resonator  to  allow  for  independent 
temperature  phase  matching  of  the  two  nonlinear  pro¬ 
cesses.  This  two-crystal  approach,  although  more  diffi¬ 
cult  to  align,  yields  the  ability  to  optimize  each  of  the  non¬ 
linear  conversion  processes  independently  for  wavelength 
tuning. 


2.  THEORETICAL  DESCRIPTION 

The  theory  of  quasi-phase-matched  OPOs  is  well  de¬ 
scribed  in  Ref  9.  The  wave  vector  mismatch  for  the 
first-order  quasi-phase-matched  collinear  process  is 

0740-3224/2003/071527-05$15.00 


A/jq  =  kp  -  kg  -  ki  -  27r/A,  (1) 

where  kp,  kg,  ki,  and  A  are  the  wave  vectors  of  the 
pump,  the  signal,  the  idler,  and  the  PPLN  grating  period, 
respectively.  The  wave  vector  has  magnitude  k 
=  277111  where  n  is  the  refractive  index  and  X  is  the 
wavelength.  The  operating  point  of  a  quasi-phase- 
matched  OPO  is  determined  by  the  simultaneous  solution 
of  the  energy  conservation  and  momentum  conservation 
(phase  matching  Lkq  =  0)  conditions,  so  that 

y\p  =  y\g  +  1/Xi ,  (2) 

TiplXp  =  Tig/kg  +  Tij/Xj  -I-  l/Aj.  (3) 

For  a  given  OPO  PPLN  period  Ai,  pumping  wavelength, 
and  crystal  temperature,  OPO  signal  and  idler  wave¬ 
lengths  can  be  derived  from  Eqs.  (2)  and  (3)  and  the  Sell- 
meier  equation  for  the  refractive  index.  Alternatively, 
the  required  PPLN  period  Ai  can  be  calculated  to  achieve 
the  desired  OPO  wavelengths  for  a  given  pump  wave¬ 
length  and  temperature. 

In  this  study,  an  OPO  was  pumped  by  a  Nd:YAG  laser 
at  1,06  pm.  The  OPO  signal  and  idler  waves  were  sub¬ 
sequently  used  to  generate  the  MWIR  wavelength 
through  the  DFG  process.  All  three  waves  satisfy  energy 
and  momentum  conservation  conditions  analogous  to 
those  in  Eqs,  (2)  and  (3),  so  that 

“  lAj ,  (4) 

MWIR MWIR  “  ~ 

For  a  selected  DFG  PPLN  grating  A  2  and  temperature, 
we  obtained  the  pair  of  OPO  signal  and  idler  waves  that 
satisfy  Eqs.  (4)  and  (5)  by  temperature  tuning  the  OPO 
PPLN  crystal. 
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3.  EXPERIMENTAL  SETUP 

A.  Optical  Parametric  Oscillator  and  Difference 
Frequency  Generation  Resonant  Cavity 

The  revised  OPO  and  DFG  ring  cavity  from  Ref.  8  and  il* 
lustrated  in  Fig.  1  was  constructed  with  four  10-cm  radii 
of  curvature  mirrors.  All  four  mirrors  were  coated  for 
high  reflectivity  (R  >  99.8%)  to  resonate  the  OPO  signal 
wavelengths  in  the  1.65“1.75-/^m  range.  In  addition,  the 
input  coupler  Mi  was  coated  for  high  transmission  {T 
>  98%)  at  the  pump  wavelength  of  1.06  /jm,  M2  and  M3 
were  HR  coated  (R  >  99%)  for  OPO  idler  wavelengths  of 
2.7-‘3.0  fiitij  and  CaF2  output  coupler  M4  was  HT  coated 
(T  >  85%)  for  the  DFG  output  at  4-5  /im.  A  4-/Ltm-long- 
pass  filter  F*  was  used  for  DFG  output  power  measure¬ 
ment.  The  OPO  and  DFG  crystals  were  placed  between 
Ml  and  M2  and  M3  and  M4 ,  respectively.  The  Mi  to  M2 
and  M3  to  M4  mirror  spacings  were  20.5  cm,  whereas  the 
remaining  mirror  separations  were  21.5  cm.  This  four- 
mirror  configuration  forms  a  symmetric  and  stable  ring 
cavity  with  two  identical  90-/im  mode  waists  (radius)  for 
the  resonant  OPO  signal  wavelength  at  the  center  of  each 
crystal.  The  resonant  cavity  was  pumped  by  an  arc- 
lamp-pumped  cw  NdiYAG  laser  at  1.06  ^m.  The  pump 
beam  was  mode  matched  to  the  cavity  with  a  single 
100-mm  focal  length  lens.  As  much  as  17-W  pump  power 
was  available. 

B.  Periodically  Poled  Lithium  Niobate  Crystals 

The  OPO  PPLN  crystal  in  this  experiment  had  an  aper¬ 
ture  of  0.5  mm  X  10  mm,  a  length  of  50  mm,  and  a  do¬ 
main  period  of  Ai  =  30.5  /im  for  quasi-phase  matching. 
The  OPO  process  can  produce  a  resonant  cw  signal  be¬ 
tween  1.70  and  1.73  /jm  and  an  idler  between  2.84  and 
2.77  fim  from  the  1.06-/4m  pump  over  the  crystal  tem¬ 
perature  range  of  170-190  Both  input  and  output 
surfaces  of  the  crystal  were  antireflection  coated  for  the 
pump  (R  <  1%),  signal  (R  <  0.1%),  and  idler  (R 
<  5%)  wavelength  regions.  Two  DFG  PPLN  crystals, 
30  and  50  mm  in  length  and  1  mm  X  10  mm  in  cross  sec¬ 
tion,  were  tested  in  the  OPO  resonator.  The  thicker 
PPLN  used  for  DFG  crystals  was  to  reduce  additional  in¬ 
sertion  losses  for  the  OPO  signal  and  idler  in  the  resona¬ 
tor.  The  DFG  crystals  had  eight  grating  bands  with  do¬ 
main  periods  (A2)  of  29.5,  29.7,  29.9,  30,  30.2,  30.4,  30.6, 
and  30.8  fim  to  phase  match  the  OPO  signal  and  idler 
waves  to  generate  a  MWIR  output  (4-5-/im).  Thus,  tun¬ 
able  MWIR  output  (4-5  /^m)  was  produced  by  adjustment 
of  the  temperature  of  the  OPO  and  DFG  crystals,  and  se¬ 
lection  of  the  appropriate  DFG  grating  period  to  allow 
proper  phase  matching  of  the  OPO  signal,  idler,  and 
MWIR  waves.  The  DFG  crystal  surfaces  were  broadband 


DFG  (A2) 


Fig.  1.  Optical  schematic  of  the  cw  tunable  MWIR  OPO  DFG 
resonator  device. 


anti  reflection  coated  to  minimize  reflectivity  (R  <  0.1%) 
at  the  OPO  signal  wavelengths,  whereas  R  <  2%  at  idler 
wavelengths  and  R  <  10%  at  MWIR  wavelengths.  Both 
OPO  and  DFG  crystals  were  mounted  in  separate  ovens, 
allowing  for  independent  temperature  control  from  room 
temperature  to  200  with  an  accuracy  of  itO.2  ®C. 

4.  EXPERIMENTAL  RESULTS  WITH 
DIFFERENCE  FREQUENCY  GENERATION 

A.  Wavelength  Tuning 

By  use  of  this  OPO  DFG  device,  a  tunable  MWIR  wave¬ 
length  from  4.25  to  4.65  /x,m  was  demonstrated.  Figure  2 
shows  the  experimental  DFG  output  wavelength  versus 
phase-matching  temperature  obtained  for  all  eight  grat¬ 
ing  bands  (29.5-30.8  fim)  of  the  DFG  crystal.  I  obtained 
each  data  point  in  Fig.  2  by  first  selecting  the  DFG  grat¬ 
ing  period,  setting  the  DFG  crystal  temperature,  and  then 
tuning  the  OPO  crystal  temperature  until  the  MWIR  sig¬ 
nal  was  maximized.  The  NdiYAG  laser  provides 
temperature-tuned  signal  (1702-1732-nm)  and  idler 
(2840-2760-nm)  wavelengths.  For  the  measurements, 
the  actual  MWIR  wavelength  was  calculated  from  the 
OPO  signal  and  idler  wavelengths  that  were  directly  mea¬ 
sured  with  a  Burleigh  WA-1500IR  wavemeter.  (The 
wavemeter  could  not  be  used  to  measure  wavelengths  be¬ 
yond  4  //,m).  The  0.05-nm  accuracy  of  the  wavemeter  in 
the  OPO  wavelength  region  allows  the  MWIR  wave¬ 
lengths  to  be  calculated  to  within  ±0,7  nm.  In  Fig,  2,  the 
theoretical  calculations  are  shown  as  dashed  curves. 
These  curves  were  generated  first  by  selection  of  the  DFG 
period  A  2  and  the  crystal  temperature.  Then  pairs  of 
wavelengths  that  satisfy  the  OPO  (Eq.  (2)]  and  the  DFG 
[Eqs.  (4)  and  (5)]  were  used  to  generate  the  DFG  wave¬ 
lengths.  The  temperature-dependent  refractive  index 
was  calculated  from  the  Sellmeier  equation  of  Ref.  10. 
Some  discrepancies  between  the  experimental  and  the 
calculated  curves  are  obvious  and  are  discussed  in  Sub¬ 
section  5.  A. 

B.  Output  Power  Performance 

Power  output  at  4.5-/im  versus  1.06-^tm  pump  power  was 
measured  for  the  30-  and  50-mm  PPLN  DFG  ciystals. 
The  results,  shown  in  Fig.  3,  were  obtained  by  use  of  the 
30-^m  DFG  grating  band  and  a  crystal  temperature  of 
100  C.  The  OPO  PPLN  temperature  was  set  at  183  °C 
to  produce  the  required  signal  and  idler  wavelengths  of 
1.721  and  2,788  /xm.  For  the  50-mm  crystal,  90  mW  in 
the  MWIR  was  achieved  for  a  pump  power  of  16.7  W. 
The  2.788-^m  idler  power  was  measured  to  be  2.5  W. 
Under  the  same  pumping  conditions,  only  40  mW  of 
MWIR  power  was  obtained  from  the  30-mm  crystal.  The 
cavity  resonator  length  was  adjusted  for  both  measure¬ 
ments  to  ensure  that  comparable  spot  sizes  were  obtained 
within  the  two  DFG  ciystals.  It  was  further  noted  that, 
for  fixed  pump  powers,  the  OPO  idler  power  would 
slightly  increase  as  the  DFG  output  was  optimized  be¬ 
cause  of  amplification  of  the  idler  by  the  DFG  process. 

C.  Spectral  Bandwidth  Measurement 

The  MWIR  output  spectrum  was  also  measured  with  a 
scanning  Jobin  Yvon  ISA  550  IR  spectrometer  with 
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Fig.  2.  MWIR  wavelength  tuning  versus  temperature  for  each 
DFG  PPLN  grating  period.  The  filled  circles  and  the  solid  lines 
denote  the  experimental  data  and  curve  fits  for  each  of  the  eight 
DFG  grating  bands  (see  Subsection  3.B)  that  range  from  29.5  /^m 
(top)  to  30.8  /xm  (bottom).  The  dashed  curves  were  calculated 
with  the  Sellmeier  equation  of  Ref  10  for  the  same  grating  peri¬ 
ods. 


Pump  Power  (W)  at  1 .06  /#m 

Fig.  3.  MWIR  output  power  performances  for  the  30-  and 
50-mm  DFG  crystal  at  4.5  /xm  versus  1.06-/im  pump  power. 


Wavelength  (nm) 

Fig.  4.  MWIR  spectral  profile  measured  by  the  IR  spectrometer. 
The  solid  curve  is  the  theoretical  DFG  spectral  profile  calculated 
with  the  Sellmeier  equation  given  in  Ref  10  at  100  °C  for  a 
30-/xm  PPLN  grating.  The  calculated  peak  was  shifted  to  match 
the  data, 

0.2-nm  resolution.  A  sample  spectrum  taken  at  100  °C 
(the  same  condition  as  described  in  subsection  3.B  for  the 
50-mm  DFG  PPLN)  is  shown  in  Fig.  4.  Wavelength  fluc¬ 
tuations  (noise)  in  the  OPO  signal,  measured  to  be  of  the 
order  of  1.1  nm,  should  result  in  a  MWIR  spectral  width 
of  the  order  of  15  nm.  The  actual  measured  line  width, 
however,  is  only  —4.5  nm  (FWHM),  which  is  most  likely 
indicative  of  the  DFG  spectral  acceptance  bandwidth.  A 
comparison  with  the  theoretical  bandwidth  is  discussed  in 
Subsection  5.B. 


5.  DISCUSSION  OF  DIFFERENCE 
FREQUENCY  GENERATION 

A.  Wavelength  Tuning 

The  calculated  wavelength  versus  temperature  curves 
shown  in  Fig.  2  consistently  3rield  longer  MWIR  wave¬ 
lengths  than  the  measurements.  Furthermore,  the  dif¬ 
ference  between  theory  and  experiment  increases  with 
temperature.  As  an  example,  the  calculated  DFG  wave¬ 
length  at  100  °C  for  the  30-/xm  grating  period  is  approxi¬ 
mately  20  nm  longer  than  the  measured  value,  whereas 
the  difference  at  160  ®C  is  approximately  35  nm.  The  dis¬ 
crepancy  between  theory  and  data  can  be  attributed  to  in¬ 
accuracies  of  the  Sellmeier  equation  as  presented  in  Ref 
10  and  to  MWIR  absorption  by  the  crystal  that  possibly 
increases  the  temperature  along  the  beam  path  beyond 
the  value  given  by  the  crystal  temperature  controller. 

B.  Spectral  Acceptance  Bandwidth 

The  DFG  acceptance  bandwidth  can  be  determined  from 
the  DFG  spectral  profile.  Experimental  and  calculated 
spectra  for  A2  =  30  /xm,  T  =  100  ®C,  and  a  crystal 
length  of  50  mm  are  shown  in  Fig.  4.  The  calculated  pro¬ 
file  is  derived  from  a  DFG  parametric  gain  expression, 
such  as  that  given  in  Ref.  9.  The  ratio  of  the  phase- 
mismatched  DFG  intensity  /(A^dfg)  to  the  phase- 
matched  (peak)  intensity  7(0)  can  be  expressed  as 

/(A^dfg)/I(0)  =  sinc^(A^DFG^/2),  (6) 

where  A^dfg  ==  /ij/Xj  -  ^mwir/^mwir  ” 

The  calculated  profile  was  determined  from  pairs  ob¬ 
tained  from  Eq.  (2)  and  refractive  index  n  derived  from 
the  Sellmeier  equation  given  in  Ref  10.  Because  of  the 
inability  of  this  equation  to  yield  the  refractive  index  in 
our  test  region  accurately,  the  calculated  peak  needed  to 
be  shifted  in  wavelength  so  that  it  would  coincide  with 
the  experimental  data.  The  equation,  however,  was  rea¬ 
sonably  accurate  in  predicting  an  acceptance  bandwidth. 
The  calculation  yielded  a  4.2-nm  acceptance  bandwidth 
for  the  DFG  process.  The  measured  spectral  profile 
agrees  well  with  the  calculations,  as  can  be  seen  in  Fig.  4. 
The  DFG  spectral  acceptance  bandwidth  of  4.2  nm  can  be 
calculated  directly  from  Eq.  (6)  for  /(A^dfgV^(^)  = 

Le.f  AkD^QL/2  =  1,39.®  The  conditions  and  calculated  re¬ 
sults  are  listed  in  Table  1.  This  excellent  agreement  be¬ 
tween  the  theory  and  the  experimental  measurement  con¬ 
firmed  that  the  measured  spectral  bandwidth  of  4.5  nm  is 
the  DFG  acceptance  bandwidth.  The  only  noticeable  dis¬ 
crepancy  between  the  theory  and  the  observation  is  the 
appearance  of  a  rather  strong  repeatable  peak  at  4472  nm 
near  the  wavelength  at  which  theory  would  predict  the 
first  maximum  to  occur  [see  Eq.  (6)].  Furthermore,  a  cor¬ 
responding  maximum  on  the  longer  wavelength  side  was 
not  observed.  Reasons  for  this  are  still  unknown. 

C.  Power  Conversion 

Figure  3  shows  that  DFG  power  conversion  for  the  50-mm 
crystal  is  significantly  higher  than  for  the  30-mm  crystal. 
An  analysis  was  performed  based  on  the  DFG  power 
equation  given  by  Ref.  11.  Since  all  the  parameters  in 
this  equation  are  basically  the  same,  the  DFG  power  is 
simply  proportional  to  crystal  length  L  and  the  focusing 
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Table  1.  Calculated  Phase-Matching  Wavelengths 
and  Acceptance  Bandwidths  for  DFG  in  a  30-/im 
Grating  Period  PPLN  at  100  "C 


Phase-Matching 
Waves  for  DFG 

=  0‘ 

AkQLI2 
=  1.39" 

^kt)LI2 

=  -i.ag' 

Acceptance 

Bandwidths*^ 

OPO  signal  wave® 
(nm) 

1720.3 

1720.4 

1720.1 

0.3 

OPO  idler  wave® 
(nm) 

2788.9 

2788.5 

2789.3 

0.8 

MWIR  (nm) 

4489.8 

4491.9 

4487.7 

4.2 

®0P0  wavelengths  generated  with  a  1064-nm  fixed-wavelength  pump 
laser. 

*  Phase-matched  condition  at  100  "C. 

*  Half-maximum  for  the  DFG  parametric  gain  (wavelength  tolerance) 
for  a  50-mm  DFG  PPLN  at  100  *0. 

^Wavelength  differences  between  column  3  and  4  give  acceptance 
bandwidth  (FWHM)  of  DFG  waves  at  100  *0  for  a  5-cm  PPLN. 

function  h{fi,  f).  In  this  function,  fx  is  the  ratio  of  the 
input  wave  vectors  (kjk^  =  0.62),  and  f  is  the  ratio  of 
the  crystal  length  to  the  confocal  parameter.  For  this  ex¬ 
perimental  condition,  the  focusing  parameter  for  the 
longer  crystal  is  estimated  to  be  larger  than  that  of  the 
shorter  crystal  by  a  factor  of  approximately  1.2.  There¬ 
fore,  when  the  focusing  parameter  and  the  length  are  con¬ 
sidered,  the  50-mm  DFG  crystal  should  have  a  power  con¬ 
version  that  is  twice  as  large  as  the  30-mm  crystal,  which 
is  close  to  that  observed.  Other  factors  that  need  to  be 
considered  include  optical  coating  loss,  aperture  loss,  and 
optical  absorption  by  the  crystal, 

D.  Output  Stability 

The  MWIR  power  fluctuations  observed  in  Fig,  4  are  due 
to  mode  hopping  of  the  OPO  signal  in  the  resonant  cavity 
during  the  spectral  scan.  This  mode  hopping  is  most 
likely  related  to  the  photorefractive  effect  in  lithium  nio- 
bate,  which  has  been  discussed  in  recent 
publications.^'^^  As  discussed  in  Ref.  2,  the  photore¬ 
fractive  effect  is  typically  seen  in  an  IR  OPO  experiment 
with  high-power  pumping.  The  cause  of  the  damage  is 
not  the  pump  beam  itself  but  second-harmonic  generation 
green  light  from  the  pump,  which  results  from  a  higher- 
order  doubling  process.  The  photorefractive  effect  is 
known  to  cause  distortion  in  the  beam  profile.^®  In  the 
DFG  experiments  discussed  here,  intermittent  distortion 
of  the  green  light  coincided  with  the  occurrence  of  mode 
hopping  and  power  fluctuations  in  the  OPO  operation. 
This  suggests  that  mode  hopping  is  caused  by  the  photo¬ 
refractive  effect.  Not  only  do  the  OPO  wavelength  fluc¬ 
tuations  translate  into  MWIR  amplitude  noise,  but  the 
wavelength  instability  is  also  more  severe  in  our  case  be¬ 
cause  of  the  limited  DFG  acceptance  bandwidth.  Reduc¬ 
ing  the  wavelength  fluctuations  should  reduce  the  DFG 
noise  and  also  increase  the  average  power  by  keeping  the 
OPO  wavelengths  within  the  PPLN  acceptance  band¬ 
width.  Recently  tested  magnesium  oxide-doped  PPLN 
has  been  shown  to  be  more  resistant  to  this  effect  than 
nondoped  PPLN  for  waveguide  devices.^"*  Using  magne¬ 
sium  oxide-doped  PPLN  could  be  the  solution  to  suppress 
the  MWIR  fluctuations  observed  in  this  OPO  DFG  device. 
Other  materials  that  do  not  exhibit  the  photorefractive  ef¬ 


fect,  such  as  periodically  poled  RbTiOAs04  could  also 
be  an  alternative  for  low-noise  operation. 


6.  CONCLUSION 

In  conclusion,  tunable  cw  MWIR  in  the  4.25-4.65-/im 
spectral  range  was  demonstrated  by  use  of  a  two-PPLN 
crystal  OPO  DFG  device.  A  maximum  power  of  90  mW 
was  achieved  at  4.5  /im.  The  measured  MWIR  spectral 
bandwidth  of  4.5  nm  (FWHM)  agrees  quite  well  with  the 
theoretical  value  of  4.2  nm.  The  OPO  DFG  device  can  ex¬ 
tend  to  even  longer  wavelengths  with  the  proper  choice  of 
DFG  PPLN  coatings  and  appropriate  (smaller)  grating 
periods.  The  MWIR  output  power  stability  and  average 
power  could  be  greatly  improved  if  the  magnesium  oxide- 
doped  PPLN  or  other  materials  without  a  photorefractive 
effect  were  used  to  reduce  the  OPO  wavelength  fluctua¬ 
tions. 
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